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The new BLUtag Mobile Charger is a convenient way to keep your BLUtag device
operating when you are unable to properly charge the device using your dedicated BLUtag
Charger. Once fully charged, the Mobile Charger can provide an additional 24 hours of

operating time for your BLUtag.
Mobile Charger

Your BLUtag Mobile Charger was designed to extend the battery life of your BLUtag
device after it has been properly charged using a dedicated BLUtag Charger.

Wireless Charging Pad

DO NOT USE YOUR MOBILE CHARGER TO REGULARLY CHARGE YOUR BLUTAG DEVICE

HOW TO CHARGE YOUR MOBILE CHARGER

1. Plug the Mobile Charger power supply into a wall socket

2. Plug the mini-USB connector on the power supply into the Wireless Charging Pad

3. Place the Mobile Charger on the Wireless Charging Pad with the backside of the Mo-
bile Charger (marked with the lightning bolt symbol ((})) ) in direct contact with the
center of the charging pad

4. A blinking LED on the Mobile Charger indicates that the device is charging; A solid LED
indicates the level to which the device has been charged (see photo at right) Mobile Charger Power Indicator LEDs

. It will take a maximum of 3 hours to charge the Mobile Charger

6. Once fully charged and attached to your BLUtag device, the Mobile Charger will

charge your device for approximately 2 hours before becoming depleted and will

provide up to 24 hours of additional battery life for your BLUtag device 25% 50% 75% 100%
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Mobile Charger
Power Supply

NOTE: DO NOT leave the Mobile Charger on the charging pad for more than 12 hours.
DO NOT expose the Mobile Charger, Charging Pad or Power Supply to moisture.

MOBILE CHARGER IS TO BE USED WITH THE PROVIDED WIRELESS CHARGING PAD AND POWER SUPPLY ONLY




